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Abstract 
This paper presents the analysis of detailed hemodynamics  in the aortas of four 
patients following replacement with a composite bio-prosthetic valve-conduit. 
Magnetic resonance (MR) image-based  computational models were set up for each 
patient with boundary conditions comprising  subject-specific three-dimensional 
inflow velocity profiles at the aortic root and central pressure waveform at the model 
outlet. Two normal subjects were also included for comparison. The purpose of the 
study was to investigate the effects of  the valve-conduit on flow in the proximal and 
distal aorta. The results suggested that following the composite valve-conduit 
implantation, the vortical flow structure and hemodynamic parameters in the aorta 
were altered, with slightly reduced helical flow index, elevated wall shear stress and 
higher non-uniformity in wall shear compared to normal aortas. Inter-individual 
analysis revealed different hemodynamic conditions among the patients depending 
on the conduit configuration in the ascending  aorta, which is a key factor in 
determning post-operative aortic flow. Introducing a natural curvature in the conduit 
to create a smooth transition between the conduit and native aorta may help prevent  
the occurrence of retrograde and recirculating flow in the aortic arch, which is 
particularly important when a large portion or the entire ascending aorta needs to be 
replaced.  
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Introduction 
Aortic valve disease (AVD) is a common and highly prevalent disease process 
affecting millions of people worldwide.34 It is associated with elevated mortality and 
morbidity and represents an increasing public-health problem due to its association 
with ageing populations.27 AVD is most commonly caused by age-related 
progressive calcification, congenital abnormalities (such as bicuspid aortic valve) and 
rheumatic fever. This may lead to the development of functional aortic stenosis 
and/or regurgitation33 and can be associated with progressive aortic dilatation, 
aneurysm formation, dissection and other vascular related end-organ effects.11  
The gold-standard surgical procedure for replacement of the aortic root and 
ascending aorta is the modified Bentall procedure, which involves replacement of 
native tissue with a pre-fabricated composite valve-conduit. Since the first root 
replacement with a valve-conduit in 1968,2 prosthesis design has improved 
considerably. Despite these improvements, no current conduit is comparable to 
native healthy tissue and limitations include impaired long-term durability, reduced 
hemodynamic performance, thrombogenicity and a risk of bleeding (especially with 
mechanical prostheses).4,14,29 These issues have led to demand from patients and 
clinicians for better clinical outcomes and have motivated manufacturers to produce 
more advanced designs. 
In 2006, a new prefabricated composite bio-prosthetic valved conduit graft was 
introduced to the market. The BioValsalvaTM (Vascutek Terumo, Renfrewshire, 
Scotland) comprises a stentless porcine aortic valve, the Elan valve (VascutekelanTM) 
which is pre-sewn to a self-sealing triple-layered hemostatic vascular graft (Vascutek 
TriplexTM). The graft incorporates sinuses of Valsalva (mimicking the anatomy of the 
aortic root), which theoretically leads to better coronary artery flow.19 Preliminary 
clinical experience has shown promising short-term results in terms of mortality, 
morbidity, cross-clamp times, haemostasis and ease of use.3,10,15,19 However, no 
detailed study of the hemodynamic performance of BioValsalvaTM has been made 
previously. 
Cardiovascular magnetic resonance (CMR) imaging with phase-contrast velocity 
mapping allows for  noninvasive evaluation of flow patterns in the aortic root and 
aorta.1,17,23,26,36 Previous studies have used CMR to quantify hemodynamic 
performance of normal and diseased native valves, as well as different bioprosthetic 
valves.1,23,36 These have mainly focused on spatiotemporal patterns of axial flow 
components in the proximity of the valves.1,36 Time-resolved three-directional MR 
velocity mapping can be used to obtain flow patterns in the aorta. Combined with 
flow visualization methods, 3D flow streamlines, pathlines and wall shear stress can 
also be derived. 8,17,23,26, However, the spatial and temporal resolution of MR imaging 
is a limiting factor  in providing  accurate evaluation of hemodynamic parameters 
such as wall shear stress and particle residence time. Computational fluid dynamics 
(CFD) is a powerful noninvasive analysis tool, giving comprehensive insight into 
complex flow phenomena. Based on patient-specific geometry and functional 
boundary conditions acquired from medical images, CFD modelling allows 
quantitative assessment of the hemodynamic environment in different clinical 
conditions with good accuracy.35  
The BioValsalvaTM conduit replaces the aortic valve, root and part of the ascending 
aorta.3,10,15,19 After the procedure, the flow distal to the valve as well as the 
morphology of the aortic root and ascending aorta can be altered, which may 
influence flow in the coronary arteries and the remaining aorta. 9 This is of high 
clinical relevance as these changes could have an impact on overall organ perfusion 
and may affect other processes such as the endothelial function of the aorta. The 
current study represents a first detailed investigation of aorta hemodynamics 
following root replacement with the BioValsalvaTM valve-conduit, together with a 
comparative analysis of normal aortas.  
Materials and Methods 
Subjects 
Four patients and two volunteers were included. Patients were between 60-65 in age 
and were all male, white Caucasians who underwent implantation of a BioValsalvaTM 
graft (Fig. 1a). For comparison, two healthy volunteers (with no medical history, 
including that of coronary/valvular disease) were recruited as a control group with 
race, gender and age matching. Ethical approval (10/H0717/45) was granted and 
informed consent was obtained from all participants prior to inclusion. The study 
complied with the Declaration of Helsinki. The two normal subjects were referred to 
N1 and N2, and the four patients were indicated as P1 to P4 in sequence. 
Cardiovascular Magnetic Resonance Imaging 
Cardiac MR was performed on a 1.5T Philips Achieva system (Best, Netherlands) at 
the Robert Steiner MRI Unit at Hammersmith Hospital (London, UK).  Patients were 
imaged at four weeks after the surgery. The MR image acquisition included anatomic 
and phase contrast images. Multislice sagittal anatomic images were obtained using 
a navigator-gated balanced steady state free precession angiogram covering the 
whole thoracic aorta including the proximal great vessels (voxel size 25050  ..  
mm). 2D phase contrast (PC) images were acquired orthogonal to the aortic axis 
with velocity encoding gradients in the foot-head (FH), anterior-posterior (AP) and 
right-left (RL) directions at the level of the annulus, and in the descending thoracic 
aorta, at the level of pulmonary bifurcation. The velocity encoding parameter (Venc) 
was adjusted to be 10% above the peak velocity for each component of flow (in-
plane pixel resolution 1.4 mm, slice thickness 10 mm). Images were obtained using 
retrospective cardiac gating with reconstructions of 100 time points in an average 
cardiac cycle (temporal resolution 33 ms).   
Anatomic Image Processing and Geometry Reconstruction 
The aorta was reconstructed from the MR images via Mimics 16 (Materialise HQ, 
Louvain, Belgium), from the sinus to the mid-descending aorta, including the arch 
branches; other small branches on the descending aorta were excluded. The 
geometry reconstruction procedure included steps of segmentation and 3D 
reconstruction, followed by an iterative surface smoothing algorithm. To check the 
accuracy of reconstruction, the final geometry of each subject was projected to the 
original anatomic MR images and the geometry boundaries were examined on each 
of the serial images. The reconstructed aortas for the normal subjects and patients 
are presented in Fig.1b and 1c respectively. 
Flow Image Analysis 
An in-house MATLAB programme was used to obtain time-varying velocity maps 
from the PC-MR images.7 The magnitude image was segmented first to obtain the 
lumen contour, which was then mapped on to the corresponding phase image to 
locate the target flow field. The velocity map within the area was calculated based on 
the velocity encoding algorithm of the PC sequence for each of the three velocity 
components. The velocity profiles, in FH, AP and RL, provided a complete 
description of the 3D flow pattern at the imaging plane with both through-plane and 
in-plane velocity components. Volumetric flow was calculated by integrating velocity 
map over the corresponding cross-section of the aorta at each of the 100 available 
time points during a cardiac cycle, yielding volumetric flow waveforms at the aortic 
root and descending thoracic aorta. The spatiotemporal velocity profiles in three 
orthogonal components at the aortic root are presented in Fig. 2 for each subject.  
Aortic Pressure Waveform Acquisition 
Pressure measurements were made on all the subjects within 30 minutes prior to the 
MR scans by using a BP Plus device (BP Plus, Uscom, Australia). Systolic and 
diastolic brachial blood pressures from the pressure cuff on the left upper arm were 
acquired, followed by a suprasystolic measurement recording intra-arterial pressure 
oscillations in the brachial artery.22 Using a physics-based model of the left 
subclavian-to-brachial branch, the total pressure waveform at the aorta was 
obtained.22 The measurement was repeated twice for each subject, and the average 
values were employed in the computational model. All the subjects were required to 
remain still and quiet (under resting conditions) during the measurement. The 
obtained aortic pressure waveforms for all the subjects examined are also included 
in Fig. 2. 
Computational Model and Flow Simulation 
The computational model was based on the reconstructed aorta geometry and 
boundary conditions derived from MR images and pressure measurement. The inlet 
was located at the PC-MR imaging plane at the aortic root, where the spatial velocity 
profile was mapped by coordinate transformation from the 2D image plane to 3D 
global coordinates. A coordinates-transfer matrix was set up between the MR 
velocity image and the inlet of the 3D computational model. Each pixel in the velocity 
map corresponded to a point at the inlet based on a transformation matrix calculated 
from four pairs of corresponding reference points between the segmented velocity 
map and the inlet plane. Linear interpolation was performed in space (between pixels) 
and in time (between the 100 available time points). Velocity maps in RL, AP and FH 
directions were projected to the inlet in x, y and z Cartesian coordinates respectively.  
The outlet boundary was located at the level of diaphragm, defined as an ‘opening 
boundary’ with the measured pressure waveform. The exits of the three branches on 
the aortic arch, perpendicular to the respective vessel centreline, were specified as 
‘outlet boundaries’, located approximately 50 mm from the branch origins on the arch. 
Mass flow rate was applied at the branch outlets, based on distribution according to 
their relative cross-sectional areas37 and the total flow rate of the three branches; the 
latter was calculated as the difference in systolic-average flow rate between the 
aortic root and thoracic descending aorta. Walls were assumed rigid with no-slip.  
The geometry constrained by the specified boundaries was then imported into a 
mesh generation package, ANSYS ICEM CFD 15 (ANSYS Inc, Canonsburg, PA), 
with which structured mesh was generated. Very fine resolution of hexahedral 
elements was ensured in the near wall region with the dimensionless height of wall 
cells (y+) being less than 1 for compliance with the low-Reynolds number transitional 
flow model adopted.18 Mesh independence tests were carried out for each subject by 
comparing results obtained with different mesh densities. The final adopted mesh 
varied between 1.5-2.0 million elements depending on the size of the model. All 
simulations reported in this study were implemented in ANSYS CFX 15 (ANSYS Inc, 
Canonsburg, PA), within which a high order advection scheme was chosen for 
spatial discretisation of the Navier-Stokes equations and a second-order implicit 
backward Euler scheme for temporal discretisation. The blood was treated as a 
Newtonian with a dynamic viscosity of 0.004 Pa·s and density of 1060 kg/m3. A fixed 
time-step of 0.001s was adopted and the maximum RMS residual of 10-6 was set as 
the convergence criterion. The simulation results were analysed using ANSYS CFX-
Post 15 and CEI Ensight 10 (CEI Inc., Apex, NC, USA).  
Quantities of Interest 
A number of wall shear stress (WSS) related parameters were analysed; these 
included time-averaged wall shear stress (TAWSS), oscillatory shear index (OSI) 
and shear range index (SRI). Definitions of TAWSS and OSI are standard and have 
been adopted widely, hence are not repeated here.  SRI is a parameter which 
measures WSS asymmetry along the circumference of the lumen, reflecting flow 
inhomogeneity at the vessel wall.1 SRI was calculated for a series of planes along 
the vessel, based on the following definition: 1 
𝑆𝑅𝐼 =
𝑚𝑎𝑥[𝜏𝑚𝑎𝑥(𝜃, 𝑡) − 𝜏𝑚𝑖𝑛(𝜃, 𝑡)]
𝜏𝑡−𝑎𝑣𝑔
                                                (1) 
where  𝜏𝑚𝑎𝑥(𝜃, 𝑡) and 𝜏𝑚𝑖𝑛(𝜃, 𝑡) are the maximum and minimum instantaneous WSS 
around the selected circumference  in one cardiac cycle, and 𝜏𝑡−𝑎𝑣𝑔 is the temporal 
and circumferentially averaged WSS at the same location. SRI represents the 
maximum range of the local WSS normalized by the averaged WSS.   
To further understand the complex flow patterns in the aorta, several indices for 
helical flow quantification were adopted in this study. Helical flow index (HFI) 12, 31, a 
descriptor of helical structure, can be obtained by calculating local normalized 
helicity (LNH) from a particle trace analysis of the flow. 
𝐿𝑁𝐻(𝑠; 𝑡) =
𝑉(𝑠; 𝑡) ∙ 𝜔(𝑠; 𝑡)
|𝑉(𝑠; 𝑡)| ∙ |𝜔(𝑠; 𝑡)|
       − 1 ≤ 𝐿𝑁𝐻 ≤ 1,                                 (2) 
where 𝑠 is the location and t is the time. The sign of LNH indicates the direction of 
rotation of flow, which is positive for clockwise (CW) rotation, and negative for 
counter-clockwise (CCW) rotation. 
Based on the recorded LNH on the trajectory of each particle, the time-averaged 
value of LNH experienced by the 𝑘th particle moving along its trajectory during a 
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         0 ≤ 𝐻𝐹𝐼 ≤ 1,                                               (4) 
In addition, the mean value of HFI can be calculated over the particle sets obtained 
from a number of injection time points 𝑁𝑇 for each subject: 






         0 ≤ 𝐻𝐹𝐼̅̅ ̅̅ ̅ ≤ 1,                                                 (5) 
Results 
Morphologic parameters 
As shown in Fig.1, the aortic root replacement with a valve-conduit altered the 
geometry of the root and ascending aorta. Basic geometric parameters, including 
cross-sectional area and aortic diameter, have been analysed and reported 
previously.16 Two additional parameters, tortuosity and aortic angle, which relate to 
the 3D configuration of the aorta were examined and the results are summarised in 
Table 1. Values of tortuosity were calculated for the ascending aorta (conduit 
included for patients). It is defined as the actual length of the ascending aorta 
(measured along the centreline) divided by the straight line distance between the 
aortic root and left subclavian artery. The patient group showed lower tortuosity 
(except for P4 due to the sharp bend of the native ascending aorta) than the normal 
subjects. The angle between the conduit and the native ascending aorta/aortic arch 
was calculated for the patients by measuring the most acute angle between the 
centreline of the conduit and the aorta. P4 had the sharpest angle while P1 had the 
widest angle with a difference of 24 degrees. The angle between the aortic arch and 
the descending aorta was also measured and compared between normals and 
patients, with the patients displaying a sharper angle compared to the normals.  
Flow Patterns 
Instantaneous streamlines and velocity vector fields at predefined planes were 
displayed for qualitative examination of flow patterns. The representative streamlines 
were produced at peak systole and colour coded based on velocity magnitude, as 
shown in Fig. 3 for a normal subject. The vortical flow structure was interrogated with 
velocity vectors projected on selected planes perpendicular to the centreline of the 
aorta at six locations: 1) just distal from the aortic valve; 2)  mid-way along the 
ascending aorta (normals) or at the distal anastomosis site where the  conduit was 
joined with the native aorta (patients); 3) just proximal to the origin of the 
brachiocephalic artery; 4) on the arch between the left common carotid artery and 
the left subclavian artery; 5) distal arch; and 6) at the level of pulmonary bifurcation 
in the descending aorta. The planes were visualized from the proximal side (viewed 
in the direction of forward flow) and were oriented so that the bottom side of the 
image corresponds to the inner curvature of the aorta. Flow patterns in N1 are 
shown in Fig. 3 where CW rotating vectors correspond to right-handed helicity and 
CCW vectors represent left-handed helicity (see later). Centres of vortices are 
marked by stars (*) on each plane.  Fig. 4 shows peak systolic flow patterns for the 
four patients. 
Flow patterns in N1 (Fig. 3) and N2 (not shown here) were similar to a typical pattern 
found in a normal aorta, with an initial jet of blood coming out of the valve being 
skewed toward the anterior right wall of the ascending aorta.13 About 1/3 of the aortic 
flow exited through the arch vessels, leaving a slower moving region taking up the 
space in the outer arch, before the flow was redistributed under the action of  
curvature-induced centrifugal pressure gradients as it entered the descending aorta. 
There was a small separated region on the inner surface of the distal arch, which is 
not uncommon.  Two opposing vortices can be seen in the ascending aorta initially 
located near the left and anterior wall, with the vortex centres moving along the inner 
curvature, until the vortices separated as they entered the descending aorta. 
In patients’ aortas, the jet flow from the aortic valve in P1, P2 and P3 was skewed 
toward the inner curvature of the ascending aorta, while in P4 the flow impinged on 
the anterior right wall, depending on the shape and orientation of the conduit. Bi-
helical flow structures, comprising one CW and one CCW vertex, could be found in 
the proximal ascending aorta in all four patients, but because of the varying shape, 
length and orientation of the conduit, the locations of the two vortices were near the 
anterior right wall in the first three patients and in the opposite area in P4. However, 
in P1 and P3 a third vortex centre was also present. At the anastomosis site (Plane 
2), both vortices moved to the centre of aorta except in P2, where the conduit was 
connected to the native aorta just before the branching point of the brachiocephalic 
artery. The relatively straight geometry of the conduit caused the vortices to remain 
near the anterior right region in P2. Although the other three patients, P1, P3 and P4, 
had helical flow dominating the central aorta at the anastomosis region, the vortices 
moved toward the inner curvature, like the normals at Plane 3, before reaching the 
arch. Hence in the aortic arch, these three patients also presented right-handed 
helical flow inferiorly. Conversely, in P2, the anatomical feature of the conduit 
replacing the ‘ascending aorta’ caused the flow to skew toward the superior wall of 
the arch, and induced recirculating flow in the inferior region. In the descending aorta, 
helical flow was found mostly near the inner curvature of the aorta. 
Helical Flow Index 
A cluster of evenly distributed particles was released from the inlet at five chosen 
time points, of which T’1 is the starting time of systole and T’3 is peak systole; the 
intervals between each time point were the same. Fig. 5a presents the particle trace 
patterns for P1 from the five injection time points as indicated. The trajectories of the 
particle sets were colour coded to display the instantaneous value of LNH along the 
movement of particles in the aorta. The total traveling time of each particle in the 
fluid domain was between the injection time and the end of systole.   
Fig. 5b shows the average values of HFI for the normal and patient groups at five 
particle injection times. The normal subjects had higher HFI values than the patients 
during systole. The maximum difference (28%) occurred at peak systole when the 
normal subjects had the largest value of HFI. Their lowest HFI was at the start of 
systole (T’1), with comparable values at systolic deceleration (T’4 and T’5), which 
were slightly lower than at the mid-acceleration phase (T’2). In contrast with the 
normal subjects, the patient group presented the highest HFI at the mid-acceleration 
phase (T’2) and comparable values for peak and systolic deceleration phase (T’3, 
T’4 and T’5).  
The mean value of HFI was calculated over the five particle sets, which represents 
for each subject the helical content within a streaming flow during the systolic phase 
(Fig. 5c). As can be seen, N1 had the highest value of HFI̅̅ ̅̅ ̅ (0.42) among all the 
subjects, while N2 and the patient subjects P1 and P3 had a comparable value at 
0.36. The other two patient subjects presented much lower values with P2 having the 
lowest at 0.27 and P4 at 0.32. 
Wall Shear Stress 
The TAWSS contours are shown in Fig. 6 where the same scale (between 0 and 7 
Pa) was used for easy comparison, but the maximum TAWSS value varied among 
the subjects (see Table 1). For all the subjects, the three arch branches and 
junctions of the branches showed elevated TAWSS due to reduced arterial diameter 
and flow impingements. On the inner curvature of the aorta, normal subjects 
experienced high TAWSS in the aortic root where the aorta diameter decreased from 
the sinus to the ascending aorta. The highest value of TAWSS occurred at the 
branch junctions for normal subjects, while for patients it was mostly located in the 
conduit especially on the inner curvature approaching the distal anastomosis site. 
Among the four patients, P2 had an exceptionally large area of high TAWSS on the 
posterior wall of the conduit and aortic arch, and also experienced the highest value 
of TAWSS among all the subjects.  
For quantitative comparisons of WSS-related parameters, TAWSS, OSI and SRI 
were calculated at 22 cross-sectional planes along the aorta for each subject. 
TAWSS and OSI were circumferentially averaged over each of the planes, referred 
as TAWSSmean and OSImean. Fig. 7 shows variations of the three parameters along 
the length of the aorta, which was segmented into ascending aorta (AAo), aortic arch 
(AA), descending aorta (DAo) for normals, with an additional BioValsalvaTM conduit 
(BV) section for patients. The averaged values for each section are summarised in 
Table 1. Corresponding to the spatial distribution of TAWSS in Fig. 6, the 
TAWSSmean curves for the patients demonstrated again high levels of TAWSS  near 
the distal anastomosis site (BV‒AAo/AA boundary). The normal subjects had the 
highest value of TAWSSmean around 4 Pa near the aortic root and also in the arch for 
N1. The patients had a similar range of TAWSSmean values in the descending aorta, 
among which P2 had a comparable value to N1, and the other patients had slightly 
lower value as N2. Based on the data analysed in Table 1, compared to normal 
subjects, the patients presented generally higher TAWSS on the conduit, ascending 
aorta and aortic arch while lower values in the descending aorta. On the other hand, 
the OSImean curves revealed that the highest value occurred in the thoracic 
descending aorta of all subjects.  
Finally, values of SRI were compared. As shown in Table 1, normals had the highest 
SRI in the arch while patients had comparable SRI in the same arch section but 
much higher values in the conduit and ascending aorta sections. The descending 
aorta of patients also had slightly higher SRI compared to normals. Combining with 
the SRI curves in Fig. 7, it can be observed that P1 showed a similar variation range 
to N1 and N2, with an overall average value of around 10. However, P2 and P3 had 
high SRI above 20 (up to 60 in the arch of P3) in the conduit and ascending aorta. 
Also, P3 and P4 showed much higher values of SRI (between 20 and 30) in the 
descending aorta than other subjects.     
Discussion 
This study has provided detailed information on peak systolic flow patterns and 
hemodynamic environment in post-operative aortas after BioValsalvaTM valve-
conduit implantations, by using image-based CFD with subject-specific boundary 
conditions. Flow patterns  through the valve and aortic root have been assessed and 
reported elsewhere.16 It was found that the conduits showed overall comparable 
functions of the aortic root and valve to their normal counterparts but had smaller 
orifice area, higher maximum velocity, and relatively large retrograde and secondary 
flow in the sinus. To examine further the influence of the valve-conduit on flow in the 
entire aorta, here we extended our analysis of detailed flow features and WSS 
indices to cover the range between the aortic root and the proximal descending aorta. 
Based on results for the normal and patient groups, this study has provided 
qualitative and quantitative comparisons in terms of flow pattern, helical flow 
structure and WSS related parameters. As the hemodynamic environment in the 
aorta has great clinical importance, these findings have potential implications for the 
design and implantation strategy of aortic valve-conduits.  
The complexity of flow in the human aorta has long been acknowledged. PC-MRI 
technique enables non-invasive measurements of 3D flow velocities in the aorta.13, 30 
Image-based CFD, on the other hand, has additional advantages in both spatial and 
temporal resolutions with highly resolved flow patterns, making it relatively easy to 
determine flow and other hemodynamic parameters. 35 However, a number of 
assumptions are usually made when combining in vivo imaging and CFD, of which, 
the choice of inlet boundary conditions is crucial.32,35 Morbiducci et al.32 tested a 
number of commonly used inlet boundaries, and found that applying 3D MR flow 
profiles at the inlet led to more accurate description of the vortical flow structure in 
the aorta.  In order to reproduce the aortic flow patterns as faithfully as possible, the 
computational models employed in this study were built  from a comprehensive set 
of in vivo data, including patient-specific aortic anatomy, 3D flow velocity profiles at 
the inlet, and patient-specific aortic pressure waveform  at the outlet. The latter is not 
expected to influence the flow pattern because of the rigid wall assumption, but will 
allow a more realistic estimation of the aortic pressure distribution.                
Flow Structure and Helicity Content 
Using MR velocity mapping, it has been found that paired or more vortices are a 
common flow feature in the ascending aorta of normals while a single vortex is more 
frequent in the arch.13, 17 Particle traces from PC-MRI of the human aorta30 further 
revealed the presence of two opposing vortices in the ascending aorta  and  the 
disappearance of left-handed helical flow and persistence of right-handed helical 
flow in the arch. As in previous studies, the results presented here also showed two 
opposing vortices in the ascending aorta of normals and right-handed helical flow in 
the arch. However, there were more variations in patients. Flow patterns in three of 
the four patients showed some similarities to those of normals, including the onset of 
bi-helical flow in the proximal ascending aorta, but multiple cores of helical flow were 
present in the anastomosis region, owing to the abrupt angle between the conduit 
and distal aorta. Nevertheless, the bi-helical pattern was restored along the inner 
curvature of the arch, which was also observed in the normals. 
Regarding the helical flow structure in terms of HFI, comparison of our results shown 
in Fig. 5a with the corresponding data in the literature31 suggested that the average 
value of HFI was in the normal range for two patients (P1 and P3) but lower in the 
other two patients (P2 and P4). The low HFI in P2 was likely attributed to the 
relatively straight conduit replacing the diseased ascending aorta, while the flat arch 
in P4 might have contributed to the low HFI in this case. As discussed earlier, helical 
flow is a common feature in normal aorta, which can influence the flow distribution to 
arch branches and help prevent flow recirculation. Helical flow plays a positive role in 
the vascular system, including reducing flow stagnation, improving oxygen transport 
between blood and arterial wall, as well as preventing the accumulation of 
atherogenic lipids on the inner wall of arteries. 25 Hence the clinical performance of 
vascular interventions including the aortic root replacement procedure examined in 
this study is expected to benefit from helical flow. Regarding the distribution of HFI at 
different time points, the highest value was found at peak systole for normals and in 
the mid-acceleration phase for patients. This differs from the PC-MRI derived results 
of Morbiducci et al. 31 who found higher HFI in the deceleration phase of systole. 
Apart from geometry-related variations, this difference could also be caused by the 
rigid wall assumption in the CFD model and the different resolution of CFD results 
and PC-MRI data. Differences observed between normals and patients were most 
likely due to the lack of ascending aorta curvature and pointed velocity profiles with 
larger area of retrograde flow at the aortic root in patients.   
WSS Related Parameters 
Hemodynamic shear stress is known to affect endothelial cell functions, 20, 21  and 
physiologically normal time-averaged WSS has been reported at approximately 1.5 
to 2.0 Pa in human arteries.28 However, little is known about the influence of WSS on 
the synthetic surface of vascular prostheses. The BioValsalvaTM vascular prosthetic 
conduit consists of three layers, with the inner layer being polyester. It has been 
reported that anastomotic intimal hyperplasia and surface thrombogenicity are 
responsible for the poor outcome of small to medium sized grafts, while large 
prostheses in the aorta have much better outcomes. 38 In view of this, the high 
TAWSS and moderate OSI values on the conduit in post-operative patients (Table 1), 
especially at the distal anastomosis, might help reduce the risk of thrombus 
formation on the surface. As a measure of circumferential asymmetry in wall shear, 
the value of SRI can be influenced by local geometric variations as well as flow 
profile from the valve, with jet impingement or skewed flow giving rise to high SRI.1 
As summarised in Table 1, the patient group had high average SRI in the conduit 
and the ascending aorta, while SRI values for the normal aortas were consistent with 
those reported by Barker et al.1  
Geometric Influence 
Comparisons of flow patterns and hemodynamic parameters between the normal 
subjects and patients showed that P1 had the most similarity to normals, whereas 
the other post-operative modes showed obvious departure from the normal aorta. 
The pointed and skewed flow jet from the valve certainly contributed to the 
complexity and variety of the hemodynamic environment in the aorta; however this 
result also drew attention to the geometric features in the ascending aorta, 
particularly with regard to how the conduit is connected to the host aorta. The 
reconstructed post-operative aortas (Fig. 1) showed clearly that sharp angles were 
created between the relatively straight conduit and the distal ascending aorta, which 
had a strong influence on post-operative flow patterns in the ascending aorta and 
aortic arch. P2 differed from the other patients in that almost the entire ascending 
aorta was replaced by the conduit, which was connected to the host aorta at the 
origin of the brachiocephalic artery. As a result, the jet flow from the aortic root 
impinged on the superior site of the arch along the anterior wall of the conduit, 
inducing recirculating flow in the lower region of the arch, which is undesirable and 
should be avoided. The length of the ascending aorta to be replaced by the conduit 
is determined by the distal involvement of aortic diseases.19 If the aortic disease 
affects the aortic arch, the entire ascending aorta, and even part of the arch, has to 
be replaced. It can be deduced that having a naturally curved conduit might help 
reduce the presence of recirculating flow in the arch and improve the overall flow 
performance in the aorta.   
Limitations 
The CFD models employed here assumed a rigid wall. Changes in aortic area were 
estimated based on MR data acquired at the two imaging planes for each subject, 
and these varied between 6-20% at the aortic root and between 10-15% in the 
descending aorta. The rigid wall assumption is likely to over-estimate the magnitude 
of WSS in systole and under-estimate HFI in diastole when compared to fluid-
structure interaction (FSI) model.5 The effect of aortic wall compliance should be 
assessed in future studies using FSI simulations. The assumption of Newtonian fluid 
may also affect the magnitude of WSS and mass transport related parameters in the 
wall.24 
Conclusion 
In summary, our detailed patient-specific analysis revealed that the overall flow 
patterns and average values of WSS in the aortas were comparable between 
patients following the composite valve-conduit implantation and normal subjects. 
Minor differences were found in helical flow structure and spatial distribution of WSS, 
with the post-operative patients showing slightly reduced helical flow index and 
higher non-uniformity in wall shear.  Different hemodynamic conditions were also 
noted among the patients, which were largely due to the geometric configuration of 
the conduit in the ascending aorta. The length and curvature of the conduit are 
believed to be key factors in determining post-operative aortic flow, and the overall 
performance of the root replacement procedure is likely to benefit from introducing a 
natural curvature in the conduit, but more studies are needed to confirm this 
hypothesis. 
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 Figure 1. (a) The BioValsalva valved conduit15 ; and the reconstructed aortic 
geometry of (b) normals and (c) patients with blue section representing the implanted 
conduit and red for the aorta. 
Figure 2. The flow velocity profiles in three directions (FH, AP and RL) at the inlet, 
and pressure waveform at the outlet of each model. (a) and (b) are normals, (c)-(f) 
are four post-op patients. Velocity profiles are presented at five characteristic time 
points: T1 at mid-acceleration, T2 at peak systole, T3 at mid-deceleration, T4 at 
lowest flow rate, and T5 at mid-diastole. 
Figure 3. Instantaneous streamlines in N1 at peak systole. Six planes are placed 
orthogonal to the centreline of the aorta as indicated, and velocity vectors are 
projected on the planes showing the in-plane velocity components with through-
plane velocity contours. The centres of vortices are marked by stars. 
Figure 4. Instantaneous streamlines in four patients at peak systole. Six planes are 
placed orthogonal to the centreline of the aorta of each patient as indicated, and 
velocity vectors are  projected on the planes showing the in-plane velocity 
components with through-plane velocity contours. The centres of vortices are 
marked by stars. 
Figure 5. (a) Traces of particle sets released at five injection phases 𝑇′𝑗 in P1. The 
duration of trajectories is between the injection time and the end systole, and is 
coloured by the instantaneous value of LNH experienced by the moving particles 
(positive for right-handed, negative for left-handed). (b) Comparison of average 
values of HFI together with standard deviations between the normal and patient 
groups. HFI was calculated over the trajectory of particle sets at each of the five 
injection time points respectively. (c) HFI̅̅ ̅̅ ̅  over particle sets released at five time 
points for each subject. 
Figure 6. TAWSS contours on the aortic lumen wall. As indicated, (a) and (b) are 
normals and (c)-(f) are patients. 
Figure 7. Variations of TAWSS, OSI and SRI along the aorta for normals and 
patients. The aorta is presented in sections including ascending aorta (AAo), aortic 
arch (AA), descending aorta (DAo), and BioValsalva conduit (BV) for patients. 
  
Table 1: Averaged SRI, TAWSS and OSI along the aorta in different aortic sections, 





N1 N2 mean±SD 
 
P1 P2 P3 P4 mean±SD 
Tortuosity         
 
AAo# 1.47 1.38 1.43±0.06 
 
1.28 1.36 1.31 1.50 1.36±0.10 
Angle (°)          
 
BV* – AAo/AAΔ - - - 
 
106 115 111 91 105.75±10.5 
 
AA – AAo 135 133 134±1.41 
 
120 125 120 104 117.25±9.14 
TAWSS (Pa) 
         
 
Maxoverall 19.13 15.22 17.18±2.76 
 
15.15 24 12.89 17.31 17.34±4.79 
TAWSSmean (Pa) 
         
 
BV - - - 
 
2.42 3.36 2.51 3.78 3.02±0.66 
 
AAo 2.31 1.42 1.87±0.64 
 
3.19 - 1.16 1.90 2.08±1.02 
 
AA 3.05 0.58 1.82±1.75 
 
2.08 5.30 1.57 1.05 2.50±1.91 
 
DAo§ 1.10 0.23 0.67±0.61 
 
0.51 1.20 0.21 0.16 0.52±0.48 
OSImean 
         
 
BV - - - 
 
0.17 0.17 0.14 0.11 0.15±0.03 
 
AAo 0.14 0.19 0.16±0.04 
 
0.13 - 0.21 0.13 0.16±0.05 
 
AA 0.17 0.27 0.22±0.07 
 
0.17 0.14 0.19 0.23 0.18±0.04 
 
DAo 0.25 0.37 0.31±0.08 
 
0.28 0.24 0.35 0.39 0.32±0.07 
SRI 
         
 
BV - - - 
 
15.22 22.99 24.73 5.57 21.33±8.74 
 
AAo 9.07 9.83 9.45±0.54 
 
12.33 - 48.61 3.06 21.33±24.07 
 
AA 15.68 11.03 13.35±3.29 
 
5.81 25.31 13.87 8.88 13.47±8.57 
 
DAo 9.24 11.42 10.33±1.54 
 
7.81 5.27 18.77 17.23 12.27±6.73 
*BioValsalva conduit section; #Ascending aorta section; ΔAortic arch section; §Descending aorta 
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